[The density--viscosity--temperature relationship of infusion solutions].
Viscosity and density of the infusion solution have an influence on the dropping rapidity when the conventional infusion technique is used and on the elevation volume when infusion pumps are used. They depend on temperature and thus may vary the infusion volume. For selected infusion solutions this behaviour was analysed and described. The changing of these parameters depending on temperature is insignificant and might not be relevant clinically.